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Instruction for use

Vented impression pads, made of flexible foam
with ventilation tube. Especially suitable for deep
ear impressions and children. The tube guaran-
tees ear clearing during application and an easy
and secure removal of the ear impression.

Before taking an impressi-
on, the auditory canal and
eardrum have to be exami-
ned. If distinctive features
are found (e.g. inflammati-
ons, perforation of the ear-
drum or tubes) impression

must not be taken. The eardrum must always be pro-
tected with an impression pad.

Place the impression plug using tweezers or applicati-
on assistant (place the tube into the slot of the trans-
parent pad-adapter, Fig. 1) at the end of the external
auditory canal in front of the eardrum (Fig. 2). Ensure
correct fitting of the pad using an otoscope. Apply
the impression material, after curing remove the
impression carefully. Re-examine the ear.


